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Uncertainty Estimation of Temperature Coefficient
Measurements of PV Modules
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Abstract—Temperature coefficients (TCs) of photovoltaic (PV)
modules play an important role in distinguishing between prod-
ucts in an increasingly competitive market. However, measurement
setups vary greatly, and interlaboratory comparisons show devi-
ations from the mean of around ±10–15%, or even larger, for
temperature coefficients of maximum power. Measurement devia-
tions often do not agree with the uncertainty estimates, indicating
that uncertainty is significantly underestimated. On the other hand,
some laboratories have adopted a very conservative approach and
needlessly overestimate the uncertainty. A new and robust method-
ology for calculating the temperature coefficients is presented here.
This includes estimating and propagating the uncertainty of dif-
ferent types of measurement systems and procedures, in accor-
dance with international standards. The method is validated with
a round-robin intercomparison. Two c-Si modules were measured
with five different measurement setups with uncertainties esti-
mated following the proposed approach. The advanced uncertainty
estimation method resulted in a decrease of the estimated uncer-
tainty of all systems by a minimum of 50%, compared with the pre-
vious conservative estimates, enabling us to identify a previously
unknown systematic effect. The measurement results of one of the
systems were inconsistent with the estimated uncertainty. Further
investigation confirmed a systematic effect due to the poor spec-
trum of that system. Removing the outlier measurement, the mea-
surement percentage deviation from the reference value for maxi-
mum power temperature coefficients was within ±3.2%. The de-
viation was consistent with the stated uncertainties. The approach
can facilitate the reduction of temperature coefficient measure-
ment uncertainty by highlighting areas of improvement for bespoke
systems.
Index Terms—Measurement, module, photovoltaic (PV), tem-
perature coefficient (TC), uncertainty.
I. INTRODUCTION
T EMPERATURE COEFFICIENT (TC) measurements arerequired for accurate energy yield estimates and module
energy ratings. However, the measurement deviation from the
mean of maximum power TC, i.e., δ, between laboratories is
reported to be ±10–15% or even larger in a number of inter-
comparisons [1]–[3]. Furthermore, the measurement uncertain-
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ties are frequently neglected or the measurement deviation in
round-robin intercomparisons is outside stated uncertainties. A
±15% difference in measurement of the maximum power TC of
a typical c-Si module with a TC around –0.45%/°C corresponds
to ±0.0675%/°C. This translates to a difference in predicted
power at 55 °C of ±2%. In an increasingly competitive market-
place, this level of measurement deviation and large uncertainty
is not acceptable.
The challenges in measuring TCs were reported in [4] and
[5]; however, they are not always considered in the uncertainty
estimations provided by laboratories. The methodology for esti-
mating the uncertainty for ISC , VOC , and PMAX measurements
at standard test conditions (STC) has been standardized over
the years [6]–[10]. This led to a reduction in the measurement
deviation by enabling the identification of critical contributions
to measurement uncertainty and improvements to experimen-
tal facilities reducing their contribution. Consequently, a bet-
ter agreement between measurement laboratories within their
stated uncertainties was achieved [11]. Therefore, the first step
in improving TC measurements is to have a robust uncertainty
estimation methodology and a consistent way of calculating the
TC. Often inappropriate linear fits are used due to a lack of
understanding of the underlying assumptions about the data.
When these assumptions do not apply, the fit is invalid. The
appropriate measurement standard IEC 60891 [12] does not
specify the exact type of linear fit to be used. Most commonly,
the temperature measurements are assumed to have negligible
uncertainty, and an ordinary least-squares fit is used. This not
only results in a significant underestimation of the uncertainty
but in an incorrectly calculated TC as well.
The approach at the Centre for Renewable Energy Systems
Technology (CREST) for estimating and propagating the uncer-
tainties in TC measurements overcomes these issues. A discus-
sion of the previous approach and the measurement system at
CREST can be found in [13]. The approach has been further de-
veloped to apply separate effective temperature measurements
and to include correlations between measurements at different
temperatures. Consideration of correlations is necessary, since
the common practice of using relative uncertainties was shown
using Monte Carlo simulations (unpublished work) to result in
an underestimation.
In this paper, the details of calculating the uncertainties of
TC measurements in the most general case in accordance with
international standards are presented. The approach was vali-
dated via a round-robin of two modules measured on five differ-
ent measurement systems with uncertainty estimates calculated
following the proposed approach. Both the deviation in the cal-
culated TCs and the uncertainties were reduced compared with
the previous methods used.
This work is licensed under a Creative Commons Attribution 3.0 License. For more information, see http://creativecommons.org/licenses/by/3.0/
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II. TEMPERATURE COEFFICIENT MEASUREMENT SETUPS
TC measurements involve measuring the performance pa-
rameters of modules at different module temperatures and per-
forming a regression to calculate the derivative with respect to
temperature. Almost all TC measurement setups are bespoke.
They vary in the way the module is heated, how the temperature
is controlled, and in the light sources used.
Both natural and simulated sunlight can be used for TC mea-
surements. Solar simulators can have a continuous or pulsed
light source with a varying quality of the spectrum. The IEC
60891 standard allows for class BBB solar simulators to be
used for TC measurements. To enable the comparison of TCs at
different irradiance levels and under different spectra, the TCs
are normalized by the value of the respective parameter (either
from the measurement or better from the linear fit to the data)
at 25 °C and reported in %/°C.
The large deviation in the measurements is mostly due to
the temperature control of the module and the uncertainty in
the temperature measurement. There is a large variability in
how modules are heated, how the temperature homogeneity is
ensured, and in when and where the temperature is measured.
The heat transfer to the module can be via convection, con-
duction, radiation, or a combination of the above. It can also
be directional from the back or front of the module, or from all
directions. The way the uniformity of the module temperature is
achieved also varies, for example, via insulating different parts
of the module (back or side and frame) or placing in a chamber
with a glass window.
In addition, the effective temperature of the module (defined
as the equivalent temperature at which the module would have
the same performance parameters as if it were perfectly uni-
form in temperature) is estimated in completely different ways.
Most commonly, the temperature is measured at the back of
the module; however, the location of the measurements and the
number of points measured and averaged varies widely. IEC
60891, which defines the determination of TCs, requires four
temperature sensors, whereas IEC 61853-1 [14] requires only
three.
Finally, measurements can be taken both as modules heat up
and as they cool down, either while the module temperature is
continuously changing (on-the-fly measurement), or the module
can be stabilized at various temperatures before a measurement
is taken (stepwise measurement).
In the case of continuous light sources being used, including
natural sunlight, the module is shaded until it reaches ambient
temperature. Alternatively, it can be actively cooled to tem-
peratures below ambient. The module is then unshaded and is
measured as it heats up due to the incident light. For pulsed
solar simulator setups, the module is in a chamber with a glass
front where the temperature is controlled via convection and the
module is measured as it heats up or as it cools down. Alterna-
tively, the module can be preheated via a contact heating mat or
in a chamber/oven and measured as it cools down.
The permutation of the above approaches results in many
different bespoke systems that can have completely different
temperature measurement uncertainty. Setups employing all the
typical approaches are investigated in this paper.
III. TEMPERATURE COEFFICIENT UNCERTAINTY PROPAGATION
As with any other photovoltaic (PV) measurement, TCs have
to be accompanied with an associated uncertainty calculated
according to the Guide to the expression of Uncertainty in Mea-
surement (GUM) [15] to be meaningful. In this section, the
details of this calculation are presented.
TC measurements of PV modules have nonnegligible uncer-
tainties in both the measured electrical parameter (either PMAX ,
ISC , or VOC ) and the effective temperature TEFF . In addition,
PMAX , ISC , and VOC measurements at different temperatures
are heavily correlated. One commonly adopted approach is that
the systematic effects that introduce correlations are not in-
cluded in the uncertainty for TC measurements. This assumes
that correlations would only change the intercept of the linear fit
between TEFF and PMAX , ISC or VOC but not the slope (which
is the actual TC). This assumption is not true when the system-
atic effects are proportional to the measurement rather than an
offset. Almost all uncertainty sources in PMAX , ISC , and VOC
are estimated in relative terms as scaling factors, i.e.,
are proportional.
For the above reasons, the most general case for linear fitting
and uncertainty estimation has to be used. This can be done
with a generalized Gauss–Markov regression, where all mea-
surement data have nonnegligible uncertainties and associated
correlations. More details about the different types of regression
and the underlying assumptions for which they are appropriate
can be found in [16]. In Clause 10 of ISO/TS 28037:2010 [17],
an algorithm for a generalized Gauss–Markov regression and
calculating the uncertainty of the fit is presented. An implemen-
tation of this algorithm by the National Physical Laboratory
(NPL) [18] is used by the authors to calculate the uncertainty
of PV TC measurements. The algorithm requires vectors of
measurements P and T and variance–covariance matrices UP
and UT as inputs. It yields the intercept a, the slope b (i.e., the
TC), their variances (squared uncertainties) u2(a) and u2(b),
and the covariance between the two cov(a, b). The derivation
of the uncertainty equations used in the technical specification
are available in [16, App. D]. The aim of this paper is to bring
measurements into agreement within the calculated uncertainty
by incorporating the variance–covariance matrices into the cal-
culation of the uncertainty of relative TCs.
In order to provide sufficient detail of the uncertainty calcula-
tion methodology of PMAX TC–δ, the uncertainties of the TCs
for ISC and VOC are not addressed explicitly in this work, as
this would lengthen the paper significantly. However, there is
sufficient information for these to be inferred. The uncertainty
sources for PMAX measurements are a combination of the uncer-
tainty sources for ISC and VOC measurements. The temperature
measurement uncertainty and the propagation methodology are
identical for all three TCs.
A. Temperature Uncertainty
The TC of maximum power can be defined as the slope
b in
PMAX = a + TEFF ∗ b (1)
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where TEFF is the temperature of the module if it were perfectly
uniform. The measurement model for TEFF is
TEFF = Tb + eCAL + eDAQ + eBtoJ + ehom (2)
where Tb is the indicated module temperature at the middle back.
This could also be the average of a number of temperature mea-
surements at the back of the module. The other input quantities
e∗ are effects that introduce significant uncertainty components
in TEFF , i.e., sources of uncertainty due to the following:
eCAL uncertainty in temperature sensor (PT100) calibration;
eDAQ imperfect data acquisition (DAQ);
eBtoJ difference in temperature between the junction and
back of module;
ehom temperature nonhomogeneity of the module.
In the model above, i.e., (2), the TEFF and the uncertainty
sources are all in °C.
Each of these input quantities is described by a probability
density function (pdf). Repeatability measurements could be
used for Type A estimate, according to the GUM, to assign a pdf
for Tb due to random effects. In this work, eDAQ includes these
random effects. This is only the case if it has been estimated in
that way and care must be taken not to miss or to double count
this effect. All TEFF uncertainty sources are estimated via Type
B methods. Noting that the sensitivity coefficients are all equal
to 1, the standard uncertainty of each temperature measurement
can be calculated as
uTEFF =
√
u2CAL + u
2
DAQ + u
2
BtoJ + u
2
hom (3)
where u∗ is the standard deviation (also standard uncertainty)
corresponding to each of the uncertainty sources e∗ listed above.
In (3), no correlation is assumed between individual uncer-
tainty sources at a given nominal temperature. For example,
the temperature nonuniformity of the module at 50 °C does not
affect the difference in temperature between the back of the
module and the PV junction at the location where the temper-
ature is measured. This assumption would not always be true.
The way the module is heated would affect this, for example, if
the module is heated very quickly from the front, it is possible
that both the temperature nonuniformity and back-to-junction
difference would be larger than if the module is heated slowly.
If nonnegligible correlations are expected, (3) needs to be mod-
ified to include them. Estimating the uncertainty contributors
repeatedly can be used to estimate the correlation between the
two effects.
To calculate the uncertainty in TEFF according to the GUM,
all input quantities have to be symmetrical, i.e., all corrections
applied. All effects e∗ should have an expectation value (mean)
of 0 and standard deviation (also standard uncertainty) u∗. De-
pending on the measurement setup, eBtoJ and ehom are likely
not to be centered on 0, i.e., a correction is required. Correc-
tions can be treated as input quantities [19]. Assuming they are
centered on CeBtoJ and Cehom , these can be described as
e∗BtoJ = eBtoJ − CeBtoJ (4)
and
e∗hom = ehom − Cehom . (5)
e∗BtoJ and e∗hom can be described by normal distributions
centered on 0 and with standard deviations uBtoJ∗ and uhom∗ ,
respectively. Note uBtoJ∗ and uhom∗ include the uncertainty of
the corrections. Equation (2) becomes
TEFFc = Tb + CBtoJ + Cehom + eCAL + eDAQ + e∗BtoJ
+ e∗hom . (6)
Equation (6) is the model for effective temperature when a
correction is applied, i.e., TEFFc . The uncertainty of the cor-
rected effective temperature uT EFFc is
uTEFFc =
√
u2CAL + u
2
DAQ + u
2
BtoJ∗ + u
2
hom∗. (7)
While not recommended, it is often the case that a correction
due to a systematic effect is not applied, since the uncertainty of
the correction is relatively large compared with the correction
itself. It is somewhat less critical to “expand” the uncertainty
compared with applying a correction to the measurement results.
How to “expand” this uncertainty is a subject of debate. The
methods for “expanding” the uncertainty when a correction is
not applied are reviewed in [20]. If |C∗| < uT EFFc , then the
RSSu approach presented in [21] can be used for its simplicity
and symmetry. In that case, (3) becomes
uTEFF
=
√
u2CAL + u
2
DAQ + C
2
BtoJ + C
2
ehom + u
2
BtoJ∗ + u
2
hom∗.
(8)
The uncertainty components can be divided into those due
to systematic effects uS and those due to random effects
uR in the context of consecutive measurements at different
temperatures
u2TE F F = u
2
S + u
2
R . (9)
In accordance with Appendix D of ISO/TS 28037:2010, the
covariance between any two measurements at different nominal
temperatures is
cov
(
TEFF i, TEFFj
)
= u2Sij (10)
and the variance–covariance matrix UTE F F is
UTE F F =
⎡
⎢⎢⎢⎣
u2S + u
2
R1 u
2
Sij · · · u2Sij
u2Sij u
2
S + u
2
R2 · · · u2Sij
.
.
.
.
.
.
.
.
.
.
.
.
u2Sij u
2
Sij · · · u2S + u2Rn
⎤
⎥⎥⎥⎦ .
(11)
Estimating the correlation between the measurements and
thus the covariance requires in-depth analysis of the specific
measurement system. In practice, most uncertainty sources
might have both a systematic and a random component. In addi-
tion, not applying a correction and “expanding” the uncertainty
instead complicates the covariance estimates further. The fol-
lowing estimates hold true for the systems considered in this
work, for which corrections were not applied:
u2Sij = u
2
CAL + cov (CBtoJi, CBtoJj)
+ cov (Cehomi, Cehomj)
(12)
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and
u2Ri = u
2
DAQ + u
2
BtoJ∗ + u
2
hom∗ + C
2
BtoJ + C
2
ehom
− cov (CBtoJi, CBtoJj)
− cov (Cehomi, Cehomj )
(13)
where
cov (C∗i , C∗j ) ∼= sign (C∗i)× sign (C∗i)
×min (|C∗i | , |C∗j |)2. (14)
The systems in this work for which a correction was not ap-
plied all had positive cov(C∗i , C∗j ), i.e., the systematic effects
were estimated in the same direction for all temperatures. From
(12) and (13), neglecting these covariances results in smaller
estimates for u2Si,j and larger estimates for u2Ri , which, in turn,
results in a larger overall uncertainty u(b). Therefore, for the
systems considered, it is possible to neglect cov(C∗i , C∗j ), re-
sulting in a conservative uncertainty estimate.
B. Details of Estimating eBtoJ and ehom
In this section, the details of eBtoJ and ehom estimation are
described. It can be assumed that
ehom , ∼= Tavr − Tmid (15)
where Tavr is the average temperature at the front of the module,
and Tmid is the temperature at the front middle of the module.
Infrared cameras can be used to estimate the temperature
uniformity of modules. In this work, infrared cameras were
used for Systems C and E (see Section IV). For these systems,
the modules were measured in a large air-conditioned room
mounted vertically resulting in a temperature gradient and thus
were expected to have the largest temperature nonuniformity.
While the absolute temperature measurements of infrared
cameras can have large uncertainties, i.e., as large as 20% [22],
[23], they can be used in combination with PT100 measurements
to estimate the pdf of this uncertainty source. After validating
the infrared images with PT100 measurements, the images can
be used to estimate a conservative rectangular distribution for
Tavr and Tmid . In other words, a range r can be estimated so
that Tavr and Tmid are samples of the interval [T − r, T + r],
where T is the nominal temperature defined as the average of
Tmin and Tmax at any given measurement temperature. Note that
r may be different for Tavr and Tmid . It must also be noted that
infrared images have definitional uncertainty related to where
the border for calculating Tmin , Tmax , and Tavr is defined. Since
Tmin is significantly affected by this, the interval ranges can be
estimated relative to Tmax instead of T . Tmax is immune to
small changes in the border definition. The interval for Tavr and
Tmid should be the same, regardless of the reference point used;
thus, the estimate for ehom is the same.
The assigned intervals approximated via normal distributions
according to the GUM, for the case in which r is the same for
Tavr and Tmid , are as follows:
Tavr = N
(
T,
r√
3
)
(16)
Fig. 1. Module temperature homogeneity according to infrared cameras. All
measurements are in °C. The rectangles for which the temperature is displayed
correspond to the position of monitoring the PT100s at the back, while the
module is heated.
and
Tmid = N
(
T,
r√
3
)
. (17)
The pdf for ehom is thus
ehom = N
(
0, r
√
2√
3
)
. (18)
In most measurement systems, characteristic patterns occur
at higher temperatures, as it can be seen in Fig. 1. The middle of
the module tends to be warmer than the edges. In this particular
case, the cold spot on the left is due to the junction box and the
one the right is due to the proximity to the Peltier element that
controls the reference cell (RC) temperature. Both Tavr and Tmid
are samples from the asymmetric half-interval [T , T + r]. If
sufficient repeat measurements are taken, this interval range can
be further reduced. These assumptions are setup specific. They
are based on a single measurement at the middle of the mod-
ule. The pdfs of uncertainty sources can be different for other
systems where a number of PT100 measurements at different
locations are averaged together; however, they can be treated
similarly.
For the single measurement case with asymmetrical interval
Tavr = N
(
T +
r
2
,
r
2
√
3
)
(19)
and
Tmid = N
(
T +
r
2
,
r
2
√
3
)
. (20)
Thus
ehom = N
(
0, r
√
2
2
√
3
)
= N
(
0, r√
6
)
(21)
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TABLE I
TEFF UNCERTAINTY CONTRIBUTIONS AT k = 1 IN °C FOR SYSTEM C AT
THREE DIFFERENT TEMPERATURES
System C @ 25 °C System C @ 40 °C System C @ 60 °C
uC A L 0.06 °C 0.06 °C 0.06 °C
uD A Q 0.29 °C 0.29 °C 0.29 °C
CB to J 0.29 °C 0.50 °C 0.83 °C
C e h om 0.00 °C 0.00 °C 0.00 °C
uB to J ∗ 0.08 °C 0.15 °C 0.83 °C
uh om ∗ 0.36 °C 0.66 °C 1.34 °C
uT E F F 0.56 °C 0.89 °C 1.81 °C
uR 0.47 °C 0.84 °C 1.78 °C
uS 0.30 °C 0.30 °C 0.30 °C
assuming the two are not correlated. Since ehom is the difference
between the two, positive correlations would cancel out and,
thus, reduce the uncertainty. Therefore, assuming no correlation
is a conservative estimate. If negative correlations are suspected,
they should be included.
The treatment for eBtoJ is similar. One can assume a range
based on simultaneous PT100 measurements at the back and
front of the module. These measurements are done in a separate
thermal cycle used for uncertainty estimation and are assumed
valid for modules with a similar mechanical structure. There
are no PT100 sensors in front of the module during the TC
measurement. The estimated range r2 is system dependent and
can be either symmetric or asymmetric. For example, for one of
the systems, the front of the module was measured to be always
warmer than the back due to the radiative heating from the front.
In this case Tjun is within [Tb, Tb + r2 ], and thus
eBtoJ = N
(
r2
2
,
r2
2
√
3
)
. (22)
The estimates for the uncertainty contribution of each of the
described sources for System C with a coverage factor k = 1
[15] at three different temperatures are reported in Table I as an
example. uR and uS are calculated according to (12) and (13),
where cov(CBtoJi, CBtoJj) is equal to CBtoJ at 25 °C and where
cov(Cehomi, Cehomj) is equal to 0.
At CREST, TEFF is measured separately and used for TC
calculation. Before the TC measurement, the module is placed
in a thermal chamber and stabilized at different temperatures.
The temperature is measured with PT100s across the back and
front of the module. The maximum difference in temperature is
less than 0.2 °C. When the module temperature has settled, a set
current (80% of the rated ISC ) is injected into the module and
the voltage measured alongside the PT100 average temperature.
This average temperature is the best estimate for TEFF . These
measurements are used to create a calibration curve that maps
the measured voltage at the fixed injected current to the TEFF of
the module. For the measured modules, the underlying model
was linear, and therefore, a weighted total least-squares linear fit
was used. The same current is injected and the voltage recorded
just before and just after flashing the module and measuring
the I–V curve. The voltage measurements were then translated
into an estimate for the TEFF using the inverse function of the
fit. The calculated TEFF is used for the TC calculation and the
uncertainty of the calculated TEFF (the uncertainty is module
specific but approximately 0.6 °C) is propagating into the TC
uncertainty. The uncertainty of the calibration curve itself is
calculated from the uncertainties in the measured voltage and
temperature and that of setting the injection current.
C. PMAX Uncertainty
The contributions of all uncertainty sources in PMAX mea-
surements are estimated in relative terms. This is because the
sensitivity coefficients are then equal to 1. This simplifies the
uncertainty propagation. Details of estimating ISC , VOC , and
PMAX uncertainties at STC are published in [6]–[10]. Exam-
ples of the models that apply to most systems are
IRC = IRC0 ∗ eRCdaq ∗ eTemp (23)
Erel =
IRC
RCcal
∗ eRCcal ∗ eRCdrift ∗ eh ∗ eo ∗ ea (24)
IDUT =
I0
Erel
∗ eIdaq ∗ eMMF ∗ eIFIT (25)
eVE = 1 + 0.053 ∗ ln (Erel) (26)
VDUT = V0 ∗ eV daq ∗ eVE ∗ eVF IT (27)
PMAX = Impp ∗ Vmpp ∗ eMPPfit ∗ eFF (28)
where
IRC short-circuit current of the RC;
IRC0 indicated short-circuit current of the RC;
Erel ratio of measured irradiance to 1000 W/m2;
RCcal calibrated value of RC short-circuit current at STC;
IDUT current of the device under test (DUT);
I0 indicated current of the DUT;
VDUT voltage of the DUT;
V0 indicated voltage of the DUT;
Impp current of the DUT at maximum power point (MPP);
Vmpp voltage of the DUT at MPP;
PMAX maximum power of the DUT;
and the uncertainty sources are due to
eRCdaq imperfect DAQ of the RC;
eTemp difference in temp of the RC from STC;
eRCcal uncertainty in the calibration of the RC;
eRCdrift drift of the calibration value since the calibration;
eh nonhomogeneity of irradiance;
eo difference in orientation of the DUT and the RC;
ea difference in alignment between the DUT and RC;
eIdaq imperfect current DAQ of the DUT;
eMMF mismatch factor (MMF);
eIFIT fitting uncertainty of short-circuit current;
eVE irradiance deviation affecting the voltage;
eVdaq imperfect voltage DAQ of the DUT;
eVF IT fitting uncertainty of open-circuit voltage;
eMPPfit fitting uncertainty of MPP fit;
eFF DUT contacting affecting the fill factor.
All currents are in Amperes, voltages are in Volts, and power
is in Watts. Most of the above uncertainties are estimated via
Type B methods or a combination of Type A and Type B meth-
ods, e.g., eFF .
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When estimating measurement uncertainties at STC, the un-
certainties in the temperature of the DUT and the RC are trans-
lated into uncertainties in voltage and current measurements
via typical TCs. In this work, both PMAX and temperature un-
certainties are propagated into the overall TC uncertainty. The
two are treated separately. Therefore, temperature effects are not
considered in PMAX uncertainty. An exception is the uncertainty
due to the deviation in temperature of the RC from 25 °C and
is included as utemp . All the uncertainty sources are assumed
to be normally distributed and estimated to have an expectation
value of one and an associated relative standard deviation u∗.
Therefore, the expressions for the relative standard uncertainties
in ISC , VOC , and PMAX are as follows:
uIR C =
√
u2Idaq + u
2
temp (29)
uE =
√
u2IR C + u
2
RCcal + u
2
RCdrift + u
2
a + u2o + u2h
(30)
uISC =
√
u2ID A Q + u
2
E + u
2
MMF + u
2
IF IT
(31)
uVOC =
√
u2VD A Q + u
2
VE
+ u2VM M F + u
2
VF IT
(32)
uP MAX =
√
u2Vm p p + u
2
Im p p
+ u2FF + u
2
PF IT
. (33)
Note that uVm p p is equal to uV OC and that uIm p p is equal to
uISC , but without the uncertainty associated with fitting VOC
and ISC .
Sometimes, repeatability is included as an uncertainty source
to account for some of the random effects that are difficult to be
estimated as separate sources with a bottom-up approach. Care
must be taken not to double count. In [6], fill factor uncertainty
is a Type A estimate of the effects of software, connections,
and cabling that are assumed random. It is possible to include
a similar source for ISC and VOC , if required. The uncertainty
sources may not be limited to the ones listed above for different
systems. For example, reflections could be nonnegligible for
some setups.
Similar to temperature measurements, the sources of uncer-
tainty can be separated into random and systematic between the
sequential measurements at different temperatures
u2P MAX = u
2
Sr + u
2
Rr (34)
where uSr is the relative standard uncertainty due to systematic
effects and uRr is the relative standard uncertainty due to ran-
dom effects. This separation is made considering consecutive
measurements at different temperatures without disconnecting
or moving the module.
The uncertainty in relative irradiance,uE , is almost entirely
systematic with the exception of the RC short-circuit current
DAQ and temperature components combined into uIR C and as-
sumed random. Note that the DAQ uncertainty can have a non-
random effect related to the calibration of the DAQ itself. Due
to the logarithmic relation between irradiance and voltage, the
effects of the above components on voltage measurements are
negligible. Therefore, the uncertainty in voltage due to irradi-
ance is assumed fully systematic.
MMF correction is not normally applied to TC measure-
ments. The uncertainty due to the mismatch could be assumed
systematic for all measurements. This means that the change
in spectral responsivity of the device with temperature [24] in
combination with the spectral irradiance of the light source is
assumed negligible. This may not be the case for some systems
with light sources that have class B spectra. In that case, an ad-
ditional component must be added to u2P MAX due to the change
in MMF. This component has been included for all systems in
this work, even though the majority had a class A spectrum.
This is particularly important for ISC TC measurement, as dis-
cussed in [24], where a temperature-dependent MMF correction
is proposed instead of measuring the TC. The effect on voltage
due to the MMF is assumed fully systematic.
The uncertainty due to connecting the module is systematic,
since the module is not disconnected between measurements.
In fact, this component has both a repeatability component and
a connection component. It is difficult to separate between the
two. A factor can be assumed and used, where a part is due
to the random effects and the rest is due to contacting. Equal
amounts were attributed here to repeatability and connectivity
effects. As a result of the above considerations, the following
equations apply:
u2Sr = u
2
E − u2IR C + u2MMFs + u2VE + u2VM M F +
uFF
2
2
(35)
u2Rr = u
2
IR C
+ u2ID A Q + u
2
MMFr + u
2
VD A Q
+u2PF IT +
uFF
2
2 (36)
where
u2MMF = u
2
MMFs + u
2
MMFr (37)
and uMMFr is estimated as the relative uncertainty in the current
(and thus power) due to the change in the spectral responsivity
of the module with temperature in combination with the differ-
ence between the spectrum of the light source and the standard
spectrum. uMMFs is the relative uncertainty due to mismatch at
25 °C.
For the variance–covariance matrix, the absolute standard
uncertainties are required. The relation between the two is
uPM A X a b s = PMAX i ∗uP MAX . (38)
If PMAX is substituted with p for brevity, the covariance
between any two measurements is
cov (pi, pj ) = pipju2Sr . (39)
The variance–covariance matrix UP is
UP =⎡
⎢⎢⎢⎣
p2i
(
u2Sr + u
2
Rr
)
pipju
2
Sr · · · pipju2Sr
pipju
2
Sr p
2
i
(
u2Sr + u
2
Rr
) · · · pipju2Sr
.
.
.
.
.
.
.
.
.
.
.
.
pipju
2
Sr pipju
2
Sr · · · p2i
(
u2Sr + u
2
Rr
)
⎤
⎥⎥⎥⎦ .
(40)
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TABLE II
PMAX UNCERTAITNY CONTRIBUTIONS AT k = 1 IN % AND THEIR SYSTEMATIC
AND RANDOM COMPONENTS FOR SYSTEM C
Source Total Random Systematic
uRCdaq 0.060% 0.060% 0.000%
uTemp 0.029% 0.029% 0.000%
uRCcal 0.320% 0.000% 0.320%
uRCdrift 0.006% 0.000% 0.006%
uh 0.664% 0.000% 0.664%
uo 0.149% 0.000% 0.149%
ua 0.046% 0.000% 0.046%
u Idaq 0.023% 0.023% 0.000%
uMMF 0.520% 0.100% 0.510%
uI FIT 0.005% 0.005% 0.000%
uE v 0.004% 0.000% 0.004%
uV daq 0.023% 0.023% 0.000%
uV FIT 0.005% 0.005% 0.000%
uMPPfit 0.010% 0.010% 0.000%
uFF 0.360% 0.255% 0.255%
uP MAX 0.986% 0.283% 0.945%
After measuring the temperature and power (vectors T and
P ) and estimating the systematic and random uncertainties for
each, UP and UT can be created based on (11) and (40). These
are then combined into
U =
[
UT 0
0 UP
]
. (41)
a, b, u2(a), u2(b), and cov(a, b) are then calculated using
NPL’s software implementation [18] of the algorithm published
in clause 10 of TS 28037:2010.
Measurements of the TCs of modules are taken at different
irradiances; thus, usually, relative TCs in %/°C are reported.
This allows an easy comparison as ISC and PMAX scale with
irradiance. The calculated value of the module power at 25 °C
is used to normalize the coefficient
δrel =
b
p25
∗ 100 = b
a + 25b ∗ 100. (42)
According to the GUM, the uncertainty of the relative coeffi-
cient is
u2 (δrel)
= c2 (a)u2 (a) + c2 (b)u2 (b) + 2c (a) c (b) cov (a, b)
(43)
where the sensitivity coefficients are
c (a) = − 100b
(a + 25b)2
(44)
c (b) =
100a
(a + 25b)2
. (45)
In Table II, example estimates of the contributions of uncer-
tainty sources for System C and their random and systematic
relative components calculated according to (35) and (36) are
reported.
In any intercomparisons, the measurand has to be fully de-
fined. The calculated TCs, both relative and absolute, and their
uncertainties are defined based on the TEFF of the module and
are applicable near STC conditions. There are other factors that
may introduce additional uncertainties when TC measurements
are used for energy yield or energy rating estimates. For ex-
ample, TC nonlinearity was reported in [25]. While the TCs of
cells are expected to be linear in the range of 10–80 °C, it is
possible to have nonlinear modules due to the interconnections
between cells and their nonperfect matching. Nonlinearity in
thin-film modules is also possible due to the higher series resis-
tance of those modules and temperature-affected metastability
effects. However, significant errors of the effective temperature
measurements of the modules at higher temperatures can also
present themselves as nonlinearity. In [26], the location of the
PT100s was investigated, showing that the location and num-
ber of the PT100 made a significant difference on the average
temperature measurement, which is the best estimate for the
TEFF. In addition, due to the different kinds of dynamic heat-
ing mechanisms, indoor and outdoor measurements resulted in
different TCs. All of these highlight, once again, the need for ac-
curate uncertainty estimation and propagation in order to enable
the comparison of measurements made on different bespoke
systems.
IV. INTERCOMPARISON RESULTS
Two modules, one monocrystalline (72 cells of 5 in) with
European Solar Test Installation (ESTI) code EY08, and one
multicrystalline (60 cells of 6 in) with ESTI code EY07, both
with no significant measurement artefacts, were measured on
five different TC measurement systems. The systems were as
follows.
1) System A: An indoor measurement setup using a class
AAA flash solar simulator. The measurements can be done
both at 800 and 1000 W/m2. The module is placed ver-
tically in a temperature-controlled chamber with a trans-
parent glass front window. The temperature of the box is
controlled by electric resistive heaters. The temperature
is typically increased from ambient temperature in 5 °C
steps, and at each temperature, the module is left to stabi-
lize (within±0.5 °C for 5 min) before the measurement is
taken. The RC is outside the temperature-controlled cham-
ber and does not have glass in front. Irradiance correction
is applied based on measurements at 25 °C with the glass
window open and closed. The correction cancels out when
relative TCs are calculated. There is a small uncertainty in
irradiance at which the absolute TCs are measured. This
correction uncertainty is due to flash-to-flash variation.
2) System B: An identical setup for controlling the tempera-
ture as in System A, but a different flash solar simulator
of class BBB is used. The measurements were performed
at 700 W/m2.
3) System C: Another indoor setup. However, the light source
is a continuous large-area solar simulator class AAA.
The module is heated due to the radiation of the simu-
lator and is measured as it heats up. The RC is mounted
on a plate next to the module and is temperature con-
trolled by a Peltier element. There are curtains to shade
the module from the simulator light to allow it to sta-
bilize at ambient temperature at the beginning of the
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measurement. The ambient temperature is controlled via
powerful air-conditioning units. The module is in a ver-
tical arrangement. After the module has stabilized, the
curtain is opened, and measurements are taken while the
module continuously heats up (on the fly).
4) System D: An outdoor measurement setup, where the
module is heated by natural sunlight under clear sky con-
ditions. Before starting the measurement, the module is
cooled to temperatures below ambient temperature in the
shade by running tap water over its frontside surface. The
module is then mounted on a solar tracker (normal direct
sunlight) and measured as it heats up (on the fly). The RC
is mounted on a plate parallel and near to the module. It
is kept at 25 °C with a Peltier cooler.
5) System E: An indoor setup with a class AAA pulsed solar
simulator. The module is heated up to 80 °C via a contact
heating mat horizontally, and measurements are taken as
the module cools down in a vertical arrangement. The
ambient conditions of the room and the RC temperature
are controlled via air conditioning. As defined at the end
of Section III-B, effective temperature measurements are
taken before and after each flash via injecting a set current
and reading the voltage. The voltage is converted into
effective temperature based on the prior calibration of the
module in an environmental chamber.
The approach presented above was applied to all five mea-
surement setups and the TCs and their uncertainties calculated
accordingly. The purpose of the round-robin was to validate the
uncertainty estimation methodology.
The international standards that address interlaboratory com-
parisons and describe the common performance statistics that
can be reported are ISO/IEC 17043 [27] and ISO 13528 [28].
In this work, the percent difference (D% ) and the En numbers
are reported. D% was reported in order to be able to compare to
previous round-robin results. It was calculated as follows:
D% =
x−Xref
Xref
∗ 100 (46)
where x is the measurement result of a given system, and Xref
is the assigned value of the measurand, i.e., the reference value,
usually taken as the mean.
Having consistent uncertainty estimation for all measurement
systems allowed for the calculation of the En numbers that can
be used to validate the uncertainty estimation. The En number
is defined as
En =
x−Xref√
U 2SYS − U 2X r e f
(47)
where USYS is the expanded uncertainty of the system, i.e., at
k = 2, and UX r e f is the expanded uncertainty of the reference
value, i.e., at k = 2.
According to ISO/IEC 17043, |En| values≤ 1 are considered
“satisfactory,” and |En| values > 1 are considered “unsatisfac-
tory” indicating a further investigation is required.
For the calculation of both En and D% , the reference value
Xref for each module, and its uncertainty UX , were required.
The reference value chosen for this work was the weighted
Fig. 2. TC of Pmax –Delta (δ) measurement in %/°C, their uncertainties at k
= 2, and the weighted average as the reference value (the green-dashed line) of
two different types of modules measured on five different systems each.
average (weighted by the reciprocal of the variance) as recom-
mended in [29]. Xref was calculated as follows:
Xref =
∑n
i wixi∑n
i wi
(48)
where the weights were calculated as
wi =
1
u2xi
. (49)
The expanded uncertainty UX r e f was calculated as
UX r e f = 2 ∗
1√ ∑n
i
1
u2x i
. (50)
More details about the use of En numbers, weighted average,
and its uncertainty in the context of PV measurement can be
found in [30].
In Fig. 2, the results for the maximum power TC, δ, in %/°C
are presented alongside their stated uncertainties with a coverage
factor k = 2 and the reference value. The En numbers and D%
for each system and both modules, alongside a summary of the
results, are presented in Table III.
Both modules were measured twice on system D. The orig-
inal measurements were done some years earlier and are also
included in Fig. 2. These measurements in conjunction with the
estimated uncertainties serve to support the hypothesis that the
measurand is stable. A stable measurand is a requirement for
using the weighted average as the reference value. The modules
were also measured both at 800 and 1000 W/m2 on System A.
These results are also included in Fig. 2. The results indicate
that relative TCs are comparable at these irradiances.
The D% of all δ measurements were within –6.9% to +3.9 %
relative to the reference value, which is a significant improve-
ment on previously reported module TC intercomparisons.
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TABLE III
δ, U(δ) AT k = 2, D% & En NUMBERS
System EY07 EY08
δ , %/°C U(δ ) % of δ D% % En δ , %/°C U (δ ) % of δ D% % En
A –0.487 5.99 –1.4 0.221 –0.475 6.26 2.6 –0.387
A2 –0.494 5.93 –0.1 0.012 –0.463 6.16 –0.03 0.004
B –0.460 6.16 –6.9 1.143 –0.433 6.70 –6.5 0.997
C –0.486 3.44 –1.6 0.425 –0.464 3.40 0.2 –0.048
D –0.503 9.84 1.9 –0.185 –0.451 11.8 –2.6 0.227
D2 –0.513 8.04 3.9 –0.455 –0.460 8.57 –0.6 0.070
E –0.506 2.69 2.4 –0.736 –0.468 3.07 1.1 –0.309
Ref value –0.494 1.74 –0.463 1.86
V. DISCUSSION
One of the En values of System B is above 1, and the other is
0.997. Given the number of measurements (14 En numbers in
Table III), this is slightly higher than expected, remembering that
95% of En numbers are expected to be below 1. According to
the En values, all other measurements and system uncertainties
were in agreement without any significant underestimation of
the uncertainties.
The elevated En numbers prompted a further investigation.
They are believed to be due the observed strong emission peaks
of the light source used in System B. These peaks were in the
spectral region where the spectral responsivity of the modules
changes with temperature, i.e., where the cutoff wavelength
changes in the near-infrared. The uncertainty due to the change
of the MMF at different temperatures was estimated as 0.5%
at k = 1. For the monocrystalline module EY07, the MMF at
25 °C was almost 5%. The difference in the MMF at 55 °C was
calculated as an additional 1.4%. This represents an extreme
case from a normal distribution with a standard deviation (un-
certainty) of 0.5%, thus explaining the larger than 1 En value
for that particular system. It can also be seen in Fig. 2 that sys-
tem B underestimates the absolute value of the TC, which is
consistent with the above.
The analysis has shown that TCs measured on system B are
not fully consistent with the other systems. This is attributed
to the poor spectral irradiance (class B) of this simulator.
Given current state-of-the-art solar simulator technology, which
makes class AAA simulators widely available, a class BBB
simulator should no longer be acceptable for TC measurements.
The standard IEC 60891 allows this, but a thorough analysis of
the influence of a lower quality simulator on the measured TC
has not been done in the past. Previous uncertainty estimations
were, in many cases, overly conservative (at least double the
uncertainties reported here), hiding the systematic effects of
the simulator spectrum. The results reported here indicate that
this influence is significant.
The detailed uncertainty analysis not only resulted in mea-
surements that are consistent with the associated uncertainty
estimates but improved the overall measurement deviation as
well. If the measurement results of system B are not included,
and the reference value is recalculated (see Table IV), the agree-
ment between all measurements was ±3.2% (–2.3% to +3.2%
for EY07 and –3.2% to +1.9% for EY08). This represents an
improvement of up to a factor of 5 compared with previous in-
TABLE IV
δ, U(δ) AT k = 2, D% & En NUMBERS EXCLUDING SYSTEM B
System EY07 EY08
D% , % En D% , % En
A –2.0 0.332 1.9 –0.291
A2 –0.8 0.124 −0.7 0.102
C –2.3 0.601 −0.4 0.114
D 1.19 –0.117 −3.2 0.281
D2 3.2 –0.373 −1.2 0.143
E 1.7 –0.516 0.5 –0.133
Ref value U(δ ) Ref value U(δ )
–0.498 1.81 –0.466 1.94
tercomparisons. This significant improvement in agreement is
attributed to the consistency in which the coefficients are cal-
culated and the use of an appropriate fitting technique given
the type of measurements (weighted by both temperature and
PMAX uncertainty).
A comparison of the measurement deviations with the rela-
tive uncertainties, reported in Table III, indicates that the un-
certainty estimate for System D could be too conservative. The
uncertainty calculated and reported as part of this work already
represents a reduction by a factor of 2 compared with previous
estimates. System D is the outdoor measurement setup. It is
expected that one or more of the input uncertainties are overes-
timated, and further investigations are ongoing. The most likely
explanation is that the temperature nonuniformity estimate for
this system was too conservative. In order to reduce this compo-
nent, a more detailed investigation is required. Infrared cameras
were not used outdoors and could be a way of better quantifying
the temperature nonuniformity.
The temperature measurement uncertainty was a larger con-
tributor than the uncertainties in PMAX , ISC , and VOC for all
systems. While it might be difficult to change the setup to im-
prove the temperature control and, thus, the temperature ho-
mogeneity of the DUT, the measurement procedures can be
optimized to reduce the uncertainties. This is only possible if a
thorough investigation of the temperature uncertainty at differ-
ent temperatures is conducted.
The uncertainty of the TC is sensitive not only to the input
uncertainties but to the number of measurement points and their
spread as well. System A, for example, uses a stepwise approach
where the temperature is allowed to stabilize in a chamber before
the measurement is taken. This generally results in better tem-
perature homogeneity. The time required to heat up and stabilize
the temperature before taking a measurement limits the number
of potential measurement points. The modules were measured
at four temperatures from 25 °C to 60 °C on System A, despite
the recommended practice of using 5° intervals. Increasing the
number of measurement points and the temperature range would
reduce the uncertainty to be comparable with systems C and E
but would increase the measurement time.
Systems C and E have high-temperature nonuniformity un-
certainties at higher temperatures. Since the measurements are
weighted by their uncertainties, there is little benefit of mea-
suring above 70 °C. The higher temperature nonuniformity for
system E is the reason for implementing the separate TEFF
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measurement procedure. This reduces the uncertainty signifi-
cantly, but the extra step doubles the measurement time required.
VI. CONCLUSION
Previously, the reported deviation in TC measurements be-
tween laboratories was comparable or even larger than the dif-
ference in TC between modules of the same technology. In
addition, TC measurement uncertainty estimation varies signif-
icantly. This is because there is no widely accepted publication
that addresses the uncertainty estimation of PV TC measure-
ments as it is the case for PMAX , ISC , and VOC measurements.
The approach used at CREST and at ESTI, which is consis-
tent with international standards, has been presented in detail
to facilitate the standardization of TC uncertainty estimation.
The uncertainty analysis can be quite complex. While there are
other approaches which are simpler, they can significantly over-
or underestimate the uncertainties. This is because all measure-
ments have nonnegligible uncertainties, and the nature of the
measuring process results in heavily correlated measurements.
This is the reason why TCs are rarely supported with uncertainty
estimations and why often the measurement deviations are out-
side the measurement uncertainty. While the key sources of
uncertainty have been discussed previously, their treatment and
estimation methodology have not. The approach presented here
was applied to five different bespoke measurement setups that
cover most types of setups used worldwide. The measurement
deviation was from –6.9% to +3.9% relative to the reference
value; however, the calculated En values indicated that one of
the systems had a systematic effect or an underestimated un-
certainty. Further investigation confirmed that this was due to
the poor spectrum of the class B simulator. Excluding the out-
lier measurements, the measurement deviation was reduced to
±3.2% and within stated uncertainties. This is a significant im-
provement compared with previously reported deviation of±10
to ±15% and sometimes larger. The intercomparison validated
the uncertainty estimation approach, while the identification of
the systematic effect highlighted the importance of a robust un-
certainty estimation that is not overestimated.
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